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Anthropomorphic  manikins  currently  used  for  aircraf*  ejection  seat  testing  are  equipped 
with  a  telemetry/pulse  code  modulation  (1.  I/PCM)  system.  During  ejection  seat  sled  testing, 
telemetered  data  have  been  lost,  negating  very  expensive  test  programs.  A  Solid  State 
Memory  Instrumentation  Recorder  (SSMIR)  was  developed  jointly  bv  NA.VAIRTESTCEN 
(Advanced  Technology  funds)  and  NAVAIRDEVCEN  (N62269/83/WR/QQ421)  to  parallel  the 
TM/PCM.  The  SSMIR  was  developed  as  a  nonvolatile  recording  device  to  back  up  the 
TM/PCM  system  and  thus  avoid  possible  loss  of  data.  This  technical  memorandum  describes 
in  detail  the  development,  test,  and  evaluation  of  the  SSMIR. 
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SUMMARY 


?  The  current  state  of  ejection  seat/sled  testing  employs  an  Aydin/Vector  Cotepany'.Pulse 
ydode  ^odulation/Telemetry  ^PCM/TMP  instrumentation  package.  While  this  system  meets 
all  channel/data  rate  requirements  and  has  proven  itself  in  field  testing^ovci  the  yeais^  some 
major  deficiencies  exist.  Data  turnaround  is  one  drawback;  up  to  several  weeks  are  normally 
required  to  process  and  print  out  the  results  from  any  sled  shot.hThe  resulting  delay  is  not 
acceptable  in  the  current  era  of  high-speed  computer  technology .yA  second  major  deficiency 
is  the  amount  of  4oat  data-(aata  dropoutTtfiat  can  occur.  In  an  ejection  seat  test,  orientation 
of  the  skull  antenna  or  misalignment  of  sending  and  receiving  antennas  can  result  in  loss  of 
data.  Current  technology  in  data  storage  media  and  high-speed  controllers  provides  backupr^^” 
mode  for  data  integrity  and  also  permits  faster  data  reduction.  This  paper  'presents 
-suromary-e^an  electrical/meq^anical  packaging  design  of  a  software  controlled,  nonvolatile*  ~~ 
data  recording  system  whic&Xutirues-  8  megabits  of  bubble  memory  to  provide  24  sec  of  data 
•storage  in  parallel  to  the  PCM/TM  transmission.  Preliminary  laboratory  bench  testing  of  the 
Solid  State  Memory  Instrumentation  *  Recorder  indicates  that  the  bubble  memory  can 
withstand  the  high  vibration  g  leads  (2CT  Gs  up  to  2000  Hz)  and  environmental  temperatures 
(85°C)  encountered  in  ejection  seat  testing.  Laboratory  shock  testing  (ejection  seat  trainer) 
to  5  Gs  has  also  been  successful  along  Vwith  tower  testing  at  the  Naval  Air  Development 
Center  to  25  Gs.  \  v 
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SSMIR  -  A  NEW  APPROACH  TO  ACQUIRING  OATA  DURING 
AN  AIRCRAFT  SEAT/ SLED  EJECTION  SEQUENCE 


Richard  P.  White,  Jr. 

Ronald  J.  Spicuzza 
Systems  Research  Laboratories,  Inc. 
2800  Indian  Ripple  Road 
Dayton,  Ohio  45440 


ABSTRACT.  The  current  state  of  ejection 
seat/  sled  testing  employs  an  Aydin/Vector 
Company  Pulse  Code  Modulation/ Telemetry 
(PCM/TM)  instrumentation  package.  While  this 
system  meets  all  channel/data  rate  require¬ 
ments  and  has  proven  itself  in  field  testing 
over  the  years,  some  major  deficiencies 
exist.  Oata  turnaround  is  one  drawback;  up  to 
several  weeks  are  normally  required  to  process 
and  print  out  the  results  from  any  sled 
shot.  The  resulting  delay  is  not  acceptable 
in  the  current  .  era  of  high  speed  computer 
technology.  A  second  major  deficiency  is  the 
amount  of  lost  data  (data  dropout)  that  can 
occur.  In  an  ejection  seat  test,  orientation 
of  the  skull  antenna  or  misalignment  of  send¬ 
ing  and  receiving  antennas  can  be  disas¬ 
trous.  Current  technology  in  data  storage 
media  and  high  speed  controllers  provides  an 
alternate  back-up  mode  for  data  Integrity  and 
also  permits  faster  data  reduction.  This 
paper  presents  a  sunmary  of  an  electrical/ 
mechanical  packaging  design  of  a  software  con¬ 
trolled,  nonvolatile  data  recording  system 
which  utilizes  8  megabits  of  bubble  memory  to 
provide  24  seconds  of  data  recording  and  stor¬ 
age  in  parallel  to  the  PCM/TM  transmission. 

Preliminary  bench  testing  of  the  Solid  Staite 
Memory  Instrumentation  Recorder  (SlMIR)  Indi¬ 
cates  tfiat  the  bubble  memory  can  withstand  the 
high  G  loads  (2C  Gs  up  to  200  Hz)  and  environ¬ 
mental  temperatures  (85°C)  encountered  In 
ejection  seat  testing.  Laboratory  shock  test¬ 
ing  to  5  Gs  has  also  been  successful  along 
with  tower  testing  at  the  Naval  Air  Develop¬ 
ment  Center  (NADC)  to  25  Gs.. 

INTRODUCTION.  In  order  to  evaluate  various 
means  of-  protecting  a  pilot  from  serious 
injury  during  ejection  fro*  high  speed  air¬ 
craft,  Instrumented  anthropomorphic  manikins 
are  ejected  from  aircraft  cockpits  traveling 
at  high  speeds  on  sled  tracks.  The  PCM/TM 
instrunentatlon  wbedded  within  the  test  mani¬ 
kins  receives  the  signals  from  the  various 
transducers  and  conditions  the  signals,  which 
are  then  telemetered  to  the  ground  station. 
While  this  procedure  has  been  used  for  many 
years.  It  has  not  necessarily  proven  to  be  a 
reliable  means  of  obtaining  data.  One  of  the 
main  problems  associated  with  telemetering 
data  from  a  free  flight  of  a  manikin  during 
ejection  Is  the  loss  of  the  telemetered  sig¬ 
nals  if  the  manikin/seat  combination  is 
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unstable,  and  the  antenna  is  masked  from  the 
ground  station.  Triangulartzation  of  ground 
station  receivers,  trftile  improving  the  prob¬ 
ability  of  receiving  the  transmitted  data  from 
a  manikin  in  unstable  flight,  has, not  resolved 
the  preplan.  Since  the  cost  expenditure  for  a 
sled  ejection  test  is  relatively  large, 
efforts  are  being  directed  toward  developing, 
on-board  memory  systems  to  .record  the  data 
that  ‘in  the  past  has  been  telemetered.  For 
example,  the  ,Navy  has  developed  a  Block 
Organized  Random  Access  Memory/Metal  Nitride 
Oxide  Semiconductor  (B0RAM/MN0S)  nonvolatile 
memory  system  fer  storing  data  prior  and 
during  an  aircraft  incident  or  crash.  The. 
BORAM/MNOS  system  has  proven  to  be  a  highly 
reliable  recording  system  in  a  very  adverse 
environment.  While  the  direct  application  of 
the  BORAM/MNOS  unit  to  anthropomorphic  test 
manikins  would  seem  to  be  desirable,  its 
capacity  for  write  speed  and  magnitude  of  data 
acquisition  is  not  sufficient  for  this  type  of 
dynamic  testing. 

Advanced  nonvolatile  magnetic  bubble  memory 
units  have  been  developed  for  many  applica¬ 
tions  associated  with  severe  environments  and 
rwote  locations.  Because  of  tne  advances 
made  In  recent  years  In  the  development  of 
bubble  memory  systems,  their  mall  size  and 
large  capacity  makes  thorn  a  prime  candidate 
for  use  in  anthropomorphic  test  manikins.  The 
purpose  of  the  effort  reported  in  this  paper 
was  to  develop  a  SSMIR  using  existing  and 
available  bubble  memory  devices  and  to  inte¬ 
grate  the  SSMIR  in  an  existing  anthropomorphic 
fnstrunentatlon  system  and  through  test'  to, 
evaluate  their  applicability  to  the  ejection 
test  environment. 

TECHNICAL1  OISCUSSldN.  The  experimental  appl  1- 
catlon  of  bubble  memory  devices  to  anthro¬ 
pomorphic  test  manikins  for  evaluation  had  to 
consider  a  matter  of  factors  to  ensure  that 
the  evaluation  was  conducted  successfully  and 
properly.  In  addition  to  developing  a  oroper 
Interface  buffer  unit  between  the  existing 
Vector  PCM/TM  and  the  bubble  memory  devices, 
modifications  to  the  power  and  battery  storage 
units  had  to  be  considered  as  well  as  the 
proper  packaging  of  the  complete  PCM/TM 
Instrumentation  systam  within  the  cavity  of 
the  anthropomorphic  manikin.  A  brief  sunmary 
of  the  considerations  that  were-  given  to  the 
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development  of  the  SSMIR  system  will  be  pre¬ 
sented  in  this  section  of  the  paper. 

The  basic  assumptions  made  in  the  SSMiR  devel¬ 
opment  were  as  follows: 

1.  The  existing  Vector  PCM/TM  unit  would  be 
utilized  for  sensor  data  acquisition  and 
conditioning. 

2.  Modification  of  the  smart  memory  buffer 
mit  developed  by  SRL  for  the  Limb 
Restraint  Evaluator  (IRE)  would  be  under¬ 
taken  to  provide  .  the  proper  control 
interface  between  the  Vector  PCM/TM  and 
the  SSMIR. 

3.  Intel  bubble  memory  devices  that  were 
immediately  available  would  be  used  as 
the  nonvolatile  memory. 


The  Vector  PCM/TM  system  that  was  integrated 
with  the  SSMIR  was  the  Vector  ADS-100  Series 
which  is  a  completely  self-contained  data 
acquisition,  conditioning,  and  transmission 
system.  The  latest  configuration  has  32  high 
level  multiplexed  channels,  as  well  as  16  low 
level  multiplexed  channels,  and  24  bi-level 
multiplexed  channels.  This  is  accomplished 
via  the  600  Series  PCH/TM  Multiplexer/Encoder 
which  is  versatile  and  compact.  It  is 
extremely  flexible  because  of  the  Electrically 
Programmable  Read  Only  Memory  (EPROM)  con¬ 
trolled  configuration  which  allows  changes  in 
the  system  to  occur  with  few,  if  any,  hardware 
changes.  The  battery  pack  associated  with  the 
PCM/TM  provides  >28  VDC  and  2.2  amp  hours.  It 
weighs  6  3/8  pounds  ano  occupies  a  volume  of 
100  cubic  inches.  As  indicated  in  Figure  1, 
the  existing  battery  pack  in  the  Vector  PCM/TM 
was  also  used  to  power  the  SSMIR. 


4.  The  SSMIR  package  would  be  designed  to 
fit  both  the  3rd  percentile  and  the  98th 
percentile  manikins. 

5.  A  95th  percentile  center-of-gravity  (CG) 
manikin  with  the  associated  Vector  PCM/TM 
instrumentation  system  would  be  used  as 
the  basic  test  system  to  which  the  SSMIR 
would  be  integrated. 


As  previously  noted,  it  was  desired  to  add  a 

bubble  memory  system  to  the  standard  CG  mani¬ 

kin  instrumentation  so  that  the  data  could  be 
telemetered,  as  well  as  recorded  by  the 

SSMIR.  This  approach  required  that  the  SSMIR 
work  in  parallel  with  the  standard  telemeter¬ 
ing  Instrumentation.  Figure  1  presents  a 
block  diagram  of  the  SSMIR/PCM/TM  system.  As 
can  be  seen,  the  existing  PCM/TM  sends  its 
data  to  the  transmitter  and  antenna  and  the 
same  signals  'are  fed  to  the  SSMIR  bubble 

memory  system. 
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Figure  l.  SSMIR  System  Block  Diagram 


BU8BLE  MEMORY  DEVICE.  The  magnetic  bubble 
memory  devices  used  are  manufactured  by 
Intel.  Both  the  4  megabit  and  1  megabit 
memory  devices  were  Investigated  for  use  in 
the  SSMIR. 


The  pertinent  data  regarding  the  Intel  devices 
are  as  follows: 

•  I  Megabit  Device 

Operating  Frequency,  50  KHz 

-  Field  Rotation  Frequency,  50  KHz 

Maximum  Data  Rate,  100  K  Bits/ Second 

•  4  Megabit  Device 

-  Operating  Frequeincy,  100  KHz 

-  Field  Rotating  Frequency,  100  KHz 

■  -  Maximum  Data  Rate,  400  K  Bits/Second 


Based  on  information  o 
samples  of  the  4  megabit 
probably  not  be  availably 
of  the  first  quarter  of 
tion  units  would  not  be 
time  in  the  second  half 
the  late  availability 
devices,  the  1  megabit 
the  SSMIR  design. 


Stained  1  from  Intel , 
bubble  devices  would 
until  near  the  end 
1984,  and  preproduc- 
available  until  some 
|»f  1984.  Because  of 
of  the  4  megabit 
devices  were  used  in 


Since  the  bubble  devlt 
160  milliseconds  of  setu> 
second  interpage  pause  de 
writes  and  variable  seek 
design  could  not  be  used 
data  on  a  continuous  basi 
slower  write  speed  of  ti 
allow  th«  data  output  fn 
to  be  written  in  real-tl4 
two  noted  characteristics 
system,  an  intermediate 


es  access  requi  res 
time  and  4  mill  1- 
ay  time  between  page 
bage  delays,  a  simple 
to  store  time  varying 
s.  In  addition,  the 
e  bubbles  would  not 
dm  the  Vector  PCM/TM 
|f.  Because  of.  these 
of  the  bubble  memory 
buffer  memory  system 
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was  required.  This  buffer  memory  system  must 
also  be  microprocessor  controlled  since  the 
bubble  memory  has  pause  times  in  its  writing 
capability.  A  slight  modification  of  the 
smart  memory  buffer  system  developed  by  SRL 
for  the  IRE'  was  used  to  provide  this  interface 
between  the  Vector  PCM/TM  and  the  bubble 
memory  devices.  Also,  with  the  maximum  bubble 
data  rate  of  100  K  bits/ second  and  the  PCM/TM 
fixed  data  rate  of  300  K  bits/ second,  the 
firmware  for  the  system  was  written  to  separ¬ 
ate  four  bubble  memories  in  parallel  to  get  an 
effective  maximum  data  rate  of  400  K  bits/ 
second.  (This  rate  does  not  include  access 
delay.)  This  parallel  operation  allows  the 
actual  PCM/ TM  data  rate  and  bubble  data  rate 
to  be  closer  matched  in  actual  speed  and<  as  a 
result,  allows  the  intermediate  buffer  memory 
to  be  reduced  to  2  K  static  RAM  memory  words 
for  buffering  of  the  incoming  PCM/TM  data. 
This  buffering  in  a  FIFO  (first  in-first  out) 
fashion  takes  up  the  slack  in  speed  differ¬ 
ences  that  are  continually  varying  during  the 
bubble  wricing  process. 

NONVOLATILE  SSMIR  SYSTEM.  Figure  2  presents  a 
block  diagram  of  the  SRL  smart  memory  buffer 
unit  and  the  bubble  memory  system.  The  system 
captures  serial  PCM/TM  data  and  saves  i  :  In 
the  nonvolatile  bubble  memory  subsystem  for 


posttest  .'“trieval  and  analysis.  As  pre¬ 
viously  n  d,  the  slow  access  times  of  the 
nonvolatile  bubble  memory  requires  the  buffer¬ 
ing  of  the  incoming  “real-time"  PCM/TM  data  in 
a  3  K  word  Static  Random  Access  Memory  (SRAM) 
Array.  The  systan  is  software  driven  by  a 
Motorola  MC68000  Central  Processing  Unit, 
executing  a  firmware  program  stored  in  non¬ 
volatile  EPROM.  Data  are  later  removed  from 
the  bubble  memories  using'  an  RS-232C  asyn¬ 
chronous  serial  data  port. 

68000  CPU  AND  CLOCK.  The  Central  Processing 
Unit  (CPU),  the  heart  of  the  system,  directly 
or  indirectly  controls  all  data  manipulations, 
timing,  control  operations,  and  line  transfe-s 
to  all  other  elements  of  the  system.  The  cen¬ 
tral  clock  drives  the  CPU,  which  in  turn 
drives  everything  else.  Also  associated  with 
the  logic  is  the  power-on  reset  circuitry 
which  Initializes  the  system  following  appli¬ 
cation  of  power. 

PCM  DECODER.  The  Pulse  Code  Modulator  (PCM) 
decoder  converts  the  incoming  NRZ-L  serial 
data  stream  (from  the  data  diagnostic  output 
of  the  PCM)  into  a  16  bit  "word*  for  saving  in 
the  system  memory  systems.  Once  the  "start- 
capture*  signal  is  received,  the  next  PCM 
generated  “frame"  clock  enables  the  PCM 
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decoder.  Two  8  bit  “words"  are  serially 
shifted  in,  using  the  PCM  "bit"  clock  and 
latched,  for  transfer  by  the  CPU  to  the  SRAM 
array.  Another  circuit  in  the  section  incre¬ 
ments  an  8  bit  counter  every  time  a  "frame" 
clock  is  received.  The  counter  drives  an 
8  nit.  (voltage)  Digital-to-Analog  Converter 
(0,'AC)  vrfiich,  in  turn,  drives  a  high  level 
analog  input  to  the  PCM.  This  “frame  counter" 
enables  easier  and  accurate  alignment  of  data 
from  the  bubble  memory  with  data  from  the 
telemetry  system  fcr  posttest  data  analysis. 

EPROM.  The  nonvolatile  EPROM  program  storage 
memory  (4  Y.  words)  contains  three  major  rou¬ 
tines.  The  first  routine  is  the  initializa¬ 
tion  routine  which  is  run  at  power-application 
time  to  condition  the  i/0  ports  and  test  sys¬ 
tem  operational  capabilities  via  diagnostic 
routines.  The  second  routine  is  the  data 
"capture"  routine,  whicn  is  run  when  mode 
control  switching  indicates  “start-capture." 
The  data  is  taken  from  the  PCM  Interface  port 
and  saved  in  the  SRAM  buffer  memory  at  a  real¬ 
time  data  rate.  The  data  are  moved  1  from  the 
SRAM  Array  to  the  bubble  memory  when  the 
bubble  memory  is  able  to  receive  it.  ,  Oata 
“capture"  ceases  when  8  megabits  of  data  have 
been  stored.  The  third  routine  is  the  data 
“retrieval*  routine,  wnich  is  run  when  mode 
control  switches  Indicate  “start-retrieval .“ 
Once  data  have  been  placed  in  the  magnetic 
bubble  memory,  it  must  be  extracted  In  some 
orderly,  logical  manner.  This  data  extraction 
is  performed  by  serial  data  transfers  and  to 
do  serial  transfers,  it  is  necessary  to  have 
an  8  bit  Universal  Asynchronous  Receiver 
Transmitter  (UART)  which  is  configured  to 
transmit  data  in  a  RS-232C  serial  link.  The 
data  retrieval  is  a  nondestructive  read  ooera- 
tion;  the  data  remains  In  the  bubble  memory 
until  it  is  purged  or  written  over. 

PACKAGING  OP  INSTRUMENTATION  SYSTEM.  Figure  3 
is  a  photograph  of  a  95th  percentile  CG  mani¬ 
kin  with  the  Vector  PCM/TM  installed  In  the 
chest  cavity.  This  picture  ,  shows  there  fs 
little  or  no  room  for  additional  Instrunenta- 
tion  within  the  chest  cavity.  Because  of  the 
limited  spaceman  approach  had  to  be  con¬ 
sidered  to  Include  the  SSMIR  data  recording 
system  within  the  confines  of  the  dummy  as 
shown  In  Figure  *.  The  (existing  door  of  the 
dummy  was  replaced  with  a  new  door  which 
slightly  altered  the  body  contour.  The  DC/OC 
voltage  converters  were  placed  in  the  neck 
region  of  the  manikin. 

A  desirable  design  feature  of  this  packaging 
scheme  was  that  It  could  be  utilized  with  both 
the  3rd  percentile  and  98th  percentile  mani¬ 
kins.  The  primary  difference  between  the  3rd 
and  98th  percentile  manikin  Is  that  the  curved 
sides  of  the  98th  percentile  manikin,  are 
straight  In  the  3rd  percentile  manikin,  and 


the  door  of  the  3rd  percentile  manikin  is 
flat.  The  remaining  challenge  was  to  incor¬ 
porate  the  entire  SSMIR  instrumentation 
package  within  the  modified  door.  The  manner 
which  this  'was  accomplished  is  shown  in 
Figure  5.  A  high  density,  two-sided  PC  board 
was  used  with  the  suooort  electronics  on  the 
hack  side  of  the  board  under  each  bubble 
memory  device.  Figure  6  shows  a  photograph  of 
the  SSMIR  system  mounted  on,  the  board  and 
incorporated  within  the  door.  In  this  photo¬ 
graph,  the  68000  CPU  ard  its  associated  elec¬ 
tronics  are  covered  with  a  protective 
shield.  Figure  7  shows  the  SSMIR  system  with 
the  Interconnect  wiring  to  the  PCM/TM  and  the 
DC/OC  power  converter  prior  to  attaching  the 
door  to  the  manikin.  Figure  8  shows  the  SSMIR 
system  attached  to  the  manikin.  As  can  be 
seen,  the  SSMIR  door  does  not  protrude  outside 
of  the  flesh  covering  around  the  thorax;  and 
when  the  flight  suit  and  seat  harness  are  put 
in  place,  “nere  1$  no  noticeable  change  in  the 
body  contour  or  in  the  manner  in  which  the 
harness  Interacts  Kith  the  body  (Figure  9). 
Another  advantage  of  having  the  entire  SSMIR 
system  in  the  door  of  the  manikin  is  that 
after  a  test,  the  entire  data  package  can  be 
quickly  removed  and  taken  into  a  data  reduc¬ 
tion  and  analysis  laboratory. 


Figure  3.  95th  Percentile  CG  Manikin 
with  Vector  PCM/TM 
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Figure  7.  SSMIR/PCM/TH  System 


Figure  8.  SSMIR  Attached  to  95th 
Percentile  M.'.nlklr 


Figure  9.  SSMIR  Test  Manikin  Ready  for  Test 

SYSTEM  CHECKOUT  TESTING.  Eoth  laboratory  and 
ejection  tciver  testing  have  been  undr-taken  to 
verify  the  operation  of  the  SSMIR  system  In 
the  operational  envlrorment.  rach  of  *he 
major  areas  of  testing  ..e  discussed 
separately. 

LABORATORY  TESTING.  A  number  of  environmental 
compatibility  tests  were  conducted  with  vari¬ 
ous  critical  system  car.onrnts  'o  Investigate 
their  compatibility  wl'.i  the  anticipated  oper¬ 
ational  environment.  An  area  of  major*  concern 
was  the  ability  of  the  PCh/Th  battery  to  power 
both  the  PCM/TM  atv*  the  SSMIR  system  through 
the,  DC/OC  converter  *rfi1:h  supplied  *5  and 
*12  VDC  to  the  ^SM’R.  In  order  to  evaluate 
the  capabilities  of  the  PCM/TM  battery  to 
power  both  '  stems  wider  the  various  environ¬ 
mental  ter^erature  conditions,  the  PCM/TM 
battery  pick  wa«  tested  In  the  SRI  temperature 
chamber  The  battery  was  fully  charged  and 
power  loaaed  with  dummy  power  Toad.  The  bat* 
ter*  voltage  was  then  monitored  *»  a  function 
of  :1me.  Figure  10  presents  the  results  of 
‘.nese  tests.  It  is  apparent  that  the  battery 
Is  more  than  satisfactory  for  the  time  period 
the  system  would  on  ■  under  full  power  ( <5  min¬ 
utes).  The  efflcferey  of  the  DC/OC  converter 
over  the  ranga  of  voltages  anticipated  Is  pre¬ 
sented  In  Table  l.  The  Intel  magnetic  bubble 
devices  were  a’ sc  subjected  to  the  same  tem¬ 
perature  tests.  Figure  II  shows  a,  bubble 
mmeory  device  In  the  environmental  chamber 
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Figure  10.  PCM/TM  Battery  Voltage  as  a 
Function  of  Time 


TABLE  1.  SSMIR  0C-0C  CONVERTER  LOAD  TESTS 


Figure  11.  Bubble  Memory  Unit  In 
Test  Chamber 


along  with  its  supporting  electronics. 
Figure  12  Is  a  photograph  of  the  Uubble  system 
control ler/evaluation/diagnostic  PC  board.  By 
using  this  test  system,  the  operation  of  tne 
bubble  memory  system  could  oe  exercised  and 
system  failures  recorded.  The  tests  were 
conducted  by  first  evaluating  the  system  oper¬ 
ation  at  room  temperature  in  the  test  cham¬ 
ber.  The  chamber  was  then  brought  to  65®C  and 
stabilized  over  a  2-hour  period  and  its  opera¬ 
tion  checked  over  a  1/2  hour  time  interval. 
The  temperature  was  then  raised  5®C  over  a 
half  hour  time  period  and  the  system  operated 
and  checked  over  a  1/2  hour  time  interval. 
This  same  procedure  was  repeated  through  85®C 
for  all  of  the  eight  bubble  devices.  Although 
the  Intel  bubble  devices  (Hade!  7110-1)  were 
only  guaranteed  for  proper  operation  up  to 
75*C,  they  all  operated  properly  up  to  85#C. 


Figure  12.  Cubble- System  Controller/ 

01  ignostic  Unit 

Using  the  same  bubole  control  sys*e*’used  for 
the  temperature  tests,  each  of  the  bubble 
devices  and  their  supporting  electronics  were 
tested  over  the  frequency  range  of  10  to 
2C00  Hz  at  a  constant  oscillating  amplitude  of 
20  Gs  along  all  of  their  principle  axes.  All 
bubble  units  s< tlsfactortly  passed-  these 
tests. 

The  operation  of  the  entire  SSMR  system  was 
checked  out  in  the  laboratory  using  an 
HP  64000  Computer  Development  System.  The 
HP  64000  Computer  Development  System  was  also 
used  to  develop  and  test  the  SSMIR  system 
control  firmware.  To  perform  these  tests,  a 
PCM  simulator  was  developed  to  duplicate  the 
operation  of  the  Vector  PCM  system.  It  was 
believed  thati  during  the  checkout  of  the 
SSMIR  system,  thl  i  ms  a  much  more  efficient 
procedure  than  using  the  Vector- PCM  system 
because  of  the  limited  operating  time  on  the 
batteries.  0urfn|  the  checkout  of  the  SSMIR, 
it  was  determined  that  the  bubble  memory  units 
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would  not  operate  properly  *men  the' 5  V  supply 
dropped  below  4.95  V.  Intel  states  the  bubble 
system  should  operate  properly  If  the  5  V  was 
as  low  as  4.68  V.  The  reason  for  this  defer¬ 
ence  In  the  limits  C i  the  5  V  supply  for  the 
proper  operation  of  the  bubble  memory  unit  was 
never  resolved.  A  similar  sensitivity  of  the 
12  V  systam  was  not  noted  in  check-out  snd 
testing. 

It  was  also  noticed  that  power  transients 
during  power-up  in  the  5  V  power  supply  could 
cause  the  bubble  memory  syster  to  lose  its 
control  "boot*  <d>1ch  deslnoates  which  of  the 
bubbles  in  each  memory  unit  are  activated.  To 
correct  this  problem,  the  "boot"  mask  was 
placed  in  the  EfRON  and  the  "boot"  mask  is 
down  loaded  into  the  bubble  memories  on  every 
system  power-up.  The  final  set  of  laboratory 
tests  were  conducted  with  the  complete  system 
incorporated  in  the  95th  percentile  dummy. 
These  tests  werp  cond'icted  in  the  Ejection 
Sequence  Trainer  at  the  Naval  Air  Test  Center 
(NATO)  at  Putuxent  River,  Maryland.  Tests  up 
to  5  6s  indicated  that  the  system  operated 
properly  as  all  acceleration  *ata  were 
recorded  and  later  recovered  from  the  bubble 
memory  devices. 

FIELD  TESTING.  Proof  of  concept  testing  was 
conducted  with  the  SSMIR  system  on  the  ejec¬ 
tion  tower  at  the  Naval  Air  Development  Center 
( NAQC ) ,  Warminister,  Pennsylvania,  in  August 
1984.  Test  shots  were  conducted  at  nominal  G 
values  of  12,  18,  and  24  Gs.  Figure  13  shows 
a  photograph  of  an  engineer  conducting  a 
bubble  system  check  just  prior  to  the  test. 
The  power  uwbilical  running  up  from  the  lower 
left  of  the  picture  is  disconnected  once  the 
PCM/TM  gyros  are  brought  up  to  speed.  The 
trigger  for  tne  start  of  the  data  collection 
was  a  pull-out  wire  attached  to  a  fixed  struc¬ 
ture  which  opened  up  a  circuit  as  the  seat 
started  up  the  rails.  Figure  14  shows  the 
manikin  on  the  tower  at  the  completion  of  the 
ejection  sequence,  and  Figure  15  shows  how  the 
data  were  off-loaded  frem  the  SSMIR  for  analy¬ 
sis  approximately  5  minutes  after  the  ejection 
sequence  was  completed. 

Figure  16  presents  a  summary  plot  of  the  Gz 
data  obtained  during  the  tests  In  the  ejection 
tower.  Results  are  presented  for  the  nominal 
12  G  shot  and  the  25  G  shot  (the  18  G  data 
were  Inadvertently  erased).  It  is  noticed 
frop  the  plot  that  approximately  1  1/2  to  2  Gs 
were  applied  to  the  duwmy  before  data  were 
recorded  by  the  SSMIR  system.  This  delay  in 
recording  was  due  to  the  time  required  to  pull 
the  "start"  wire  out  of  Its  connection  during 
the  Initial  travel  of  the  seat.  In  both  the 
nominal  12  G  and  24  G  shot,  there  was  a  rapid, 
build  up  of  the  acceleration,  then  a  decrease 
followed  by  a  build  up  to  the  maximum  G 
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Figure  13.  System  Check  Just 
Prior  to  Test 
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Figure  15.  Extraction  of  Oata  Using 
.  Computer  System 


Figure  16.  Acceleration  Time  History 
For  NAOC  Tower  Tests 

loading.,  It  is  believed  that  this  "dimple*  In 
the  acceleration  curve  Is  a  characterl stlc  of 
the  pyrotechnics  during  Its  burn  cycle.  This 
peculiar  behavior  was  confirmed  by  NAOC  as 
being  typical  for  the  ejection  tower.  It  was 
noted  on  the  nominal  12  G  test  that  as  the 
seat  deceleration  decreased  a  spike  In  the 
acceleration  curve  appeared  just  prior  to  a 
more  rapid  decrease  In  the  acceleration.  As 
shown  In  the  expanded  scale  (Figure  16),  a 


high  frequency  transient  was  encountered  In 
the  G  loadings  at  this  time.  A  reason  for 
this  transient  oscillation  (approximately  550 
to  600  Ha)  could*  not  be  completely  resolved 
from  discussions  with  the  technical  staff  at 
NAOC.  It  is  believed,  however,  that  it  could 
have  been  caused  by  the  nominal  separation  of 
part  of  the  pyrotechnic  charge  from  the 
seat.  During  the  nominal  24  G  test,  all  data 
were  lost  at  approximately  16  Gs  after  the 
seat  acceleration  had  decreased  from  the  peak 
value  of  approximately  24  Gs.  A  real  reason 
for  the  loss  of  the  data  at  this  point  in  time 
has  net  been  determined.  It  is  believed, 
however,  that  if  a  similar  transient  signal 
was  encountered,  as  it  was  during  the  nominal 
12  G  shot,  the  more  severe  amplitude  could 
have  affected  the  power  fail  circuit  of  the 
SSMIR  system  or  the  relays  in  the  PCM.  The 
SSMIR  system  and  the  PCM  were  both  checked 
immediately  after  the:  test  shot  and  both  were 
found  to  be  operating  properly. 

In  order  to  determine  the  cause  of  data  loss, 
the  SSMIR  and  PCM/TM.  system  will  be  tested  on 
a  vibration  table  with  sinusoidal  and  shock 
impulses  throughout  the  pertinent  frequency 
range  with  the  system  operating.  It  is 
believed  that  these  tests  will  indicate  the 
cause  of  the  data  drop-out  so  that  corrective 
action  can  he  undertaken  to  either  the  PCM  or 
the  SSMIR  system.  At  the  conclusion  of  this 
corrective  action,  it  is  anticipated  that  the 
SSMIR  system  will  be  demonstrated  during  a 
seat  ejection  test  on  a  high  speed  sled  track. 

CONCLUDING  REMARKS.  It  is  believed  that  the 
development^  test,  and  evaluation  program 
reported  herein  has  shown  that  a  nonvolatile 
on-board  recording  and  memory  system  has  been 
developed  which  produces  a  viable  alternative 
or  back  up  to  the  telemetering  system  cur¬ 
rently  used  In  seat  ejection  testing.  Since 
the  system  has  been  designed  to  fit  all  of  the 
current  manikins  presently  utilized  in  seat' 
ejection  testing,  it  would  be  immediately 
available  as  an  advanced  data  system  to  pro¬ 
vide  rapid  data  retrieval  at, a  modest  cost  and 
additional  weight  to  the  PCM/TM  instrumenta¬ 
tion  system. 

ACKNOWLEDGEMENT .  The  author;  wish  to  express 
their  appreciation  to  Thomas  Gustln  of  SRL, 
whose  design  of  the'  SSMIR  electronic  system 
Initiated  the  development  program,  and  to 
Robert  Esken  of  SRL  whose  diligent  efforts 
were  responsible  for  firmware  development, 
systma  checkout,  and  successful  operation  of 
the  SSMIR  system.  Also,  appreciation  Is 
extended  to  Louis  D’Aulerlo  and  Barry  Shope, 
NAOC  0T4E  Engineers,  for  their  ejection  tower 
test  support  and  data  analysis. 


BIOGRAPHY .  Mr.  White  has  teen  associated  with 
flight  and  wind  tunnel  testing  of  advanced 
aircraft  and  helicopter  configurations,  as 
well  as  dynamic  simulation  of  body  motion  in 
free  flight,  for  much  of  his  36  years  in 
experimental  ana  theoretical  research  and 
development.  For  the  past  4  years,  he  has 
been  Head  of  the  Research  and  Experimental 
Simulation  Oivision  of  the  Aerosystems  Group, 
Systems  Research  Laboratories,  Inc.  ( SRL ) , 
Dayton,  Ohio.  In  this  position,  he  has  betn 
responsible  for  the  development  of  advanced 
anthropomorphic  dummies  and  associated  instru¬ 
mentation  for  use  in  ejection  tests  of 
advanced  escape  systems.  Mr.  White  attended 
Dartmouth  and  MIT  during  his  undergraduate 
studies  and  received  his  Masters  T  gree  in 
Aerospace  Engineering  from  RPl. 

Daniel  M.  Watters,  Engineering  Technical 
Specialist,  is  presently  responsible  for 
advanced  avionics  development,  test,  and  eval¬ 
uation  (DTSE)  at  the  Naval  Air  Test  Center 
(NATC),  Patuxent  River,  Maryland,  and  the 
Naval  Air  Systems  Command,  Washington,  D.C. 
He  received  his  B/E  degree  from  Georgia  Insti¬ 
tute  of  Technology  in  1957.  After  7  years  in 
industry,  he  went  with  the  Navy  at  the  Naval 
Weapons  Center,  China  Lake,  California;  Naval 
Nuclear  Weapons  Facility,  Albuquerque,  New 
Mexico;  Naval  Ordnance  Laboratory,  Corona, 
California,  and  finally  NATC.  He  has  worked 
in  the  DTSE  of  air-to-air,  air-to-ground,  and 
surface  launched  missiles;'  core  avionics;  and 
nuclear  weapons  safety  analysis.  Most 
recently,  he  has  been  Program  Manager  of  the 
first  developed  Solid  State  Flight  Data 
Recorder  and  the  Solid  State  Memory  Instru¬ 
mentation  Recorder. 

Ronald  J.  Spicuzza,  Senior  Human  Factors 
Engineer,  is  presently  Program  Manager  of 
Systems  Research  Laboratories,  Inc.,  Chesa¬ 
peake  Bay  Office  in  California,  Maryland.  He 
is  currently  responsible  for  all  engineering 
and  technical  support  to  the  Aircrew  Systems 
Department  (ACS)  at  the  Naval  Air  Station 
(NAS),  Patuxent  River,  Maryland.  He  received 
his  8.S.  degree  from  Wright  State  University 
in  1973,.  For  8  years,  he  worked  with  SRL 
under  contract  to  the  Air  Force  Aerospace 
Medical  Research  Laboratory  (AFAMRL).  at 
Urlght-Patterson  Air  Force  8ase,  Dayton, 
Ohio.  His  primary  work  responsibilities  were 
In  developing  Performance/Workload  Assessment 
techniques  as  related  to  information  process¬ 
ing.  He  came  to  the  NAS  In  1981  to  establish 
a  field  office  in  support  of  ACS  Test  and 
Evaluation  efforts  at  the  Naval  Air  Test 
Center  (NATC).  Since  that  time,  he  has  worked 
in  the  flight  test  environment  applying  his 
expertise  to  workload  measurement  in  real- 
world  test  scenarios. 


TM  85-3  SY 


DISTRIBUTIONS 


OUSDRE/TWP  (AW)  (1) 

OUSDRE  (DMSSO)  (1) 

CNO  (OPNAV  50)  (1) 

CNO  (OPNAV  05F)  (1) 

CNO  (OPNAV  506C5)  (1) 

CNO  (OPNAV  506N)  (1) 

CNO  (OPNAV  098)  (1) 

NAVAIRSYSCOM  (AIR-09E)  (1) 

NAVAIRSYSCOM  (AIR-310H)  (1) 

NAVAIRSYSCOM  (AIR-330A)  (1) 

NAVAIRSYSCOM  (AIR-35 J)  (1) 

NAVAIRSYSCOM  (AIR-41 12B)  (1) 

NAVAIRSYSCOM  (AIR-531)  (1) 

NAVAIRSYSCOM  (AIR-5311)  (1) 

NAVAIRSYSCOM  (AIR-5312)  (1) 

NAVAIRSYSCOM  (AIR-54323)  (1) 

NAVAIRSYSCOM  (AIR-54331)  (1) 

NAVAIRSYSCOM  (AIR-6201)  (1) 

NAVAIRSYSCOM  (PMA-234)  (I) 

NAVAIRSYSCOM  (PMA-241)  (1) 

NAVAIRSYSCOM  (PMA-265)  (1) 

NAVAIRSYSCOM  (PMA-273)  (1) 

NAVAIRSYSCOM  (PMA-275)  (1) 

NAVAIRDEVCEN  (4043)  (1) 

NAVAIRDEVCEN  (5021)  (1) 

NAVAIRDEVCEN  (6032)  (1) 

NAVAIRDEVCEN  (99)  (D 

NAVAVIONICCEN  (835)  (1) 

NAVAVIONICCEN  (925)  (1) 

NAVAVIONICCEN  (926)  (1) 

NAVAVIONICCEN  (932)  (1) 

NAVSAFECEN  (13)  (1) 

NAVSAFECEN  (90)  (1) 

NARF  NORI3  (331)  (1) 

NAVAVNLOGCEN  (04A)  (1) 

NAVAVNLOGCEN  (410)  (1) 

AIMSO  (40)  (1) 

ASD/ENEC  WPAFB  OH  (1) 

ASD/AES  WPAFB  OH  (1) 

ASD/AESO  WPAFB  OH  (I) 

ASD/AESA  WPAFB  OH  (1) 

AFWAL/FIER  WPAFB  OH  (1) 

AFMRL/CC  (CREST)  WPAFB  OH  (1) 

AFMRL/BBM  WPAFB  OH  (1) 

AFMRL/BBA  WPAFB  OH  (1) 

AFMRL/BBS  WPAFB  OH  (1) 

AFMRL/BB  WPAFB  OH  (1) 

AFMRL/BBP  WPAFB  OH  (1) 

AFLC/LOC/TLWS  WPAFB  OH  (1) 

,  U.S.  Air  Force  Safety  Center  (1) 

(AFISC/SEL)  Norton  AFB,  CA 
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6585  Test  Gp  Hollman  AFB  NM 
SA-ALC/MMI-I  Kelly  AFB  TX 
NAVWPHCEN  (6404) 

NAVAIRENGCEN  (9312) 

HQ  AVSCOM  AMSAV-ED  St.  Louis,  MO 
U.S.  Army  Safety  Center  (PESC) 

U.S.  Army  Research  and  Technology 
Laboratory  (DAVDL-ATL-ASR) 

Fort  Eustis,  VA 

U.S.  Army  Aviation  Center  (ATZQ) 

Fort  Rucker,  AL 

U.S.  Army  Aviation  Research  and 
Development  Command  (DRDAV) 

St.  Louis,  MO 

U.S.  Air  Force  (HQ  USAF/XOXXffSO)) 

U.S.  Air  Force  (HQ  USAF/XOOTA) 

U.S.  Air  Force  (HQ  USAF/RDPV) 

U.S.  Air  Force  (HQ  USAF/PDPN) 

U.S.  Air  Force  (HQ  USAF/IGF) 

U.S.  Air  Force  (HQ  USAF/RDCL) 

U.S.  Air  Force  (HQ  USAF/SDTF) 

National  Transportation  Safety  Board  (TE60) 
Department  of  Transportation 
FA  A  (AWS-120)  Washington,  D.C. 
Department  of  Transportation 
FAA  Technical  Center  (ACT-330) 

Atlantic  City,  NJ 
Canadian  Forces  (DASP  2-4) 

Ottawa,  Ontario,  Canada  KIA  OK2 
United  Kingdom  Ministry  of  Defense  (RAF) 
Whitehall,  London,  U.K. 

Federal  Armed  Forces 
Federal  Republic  of  Germany 
National  Research  Council  of  Canada 
Ottawa,  Ontario,  Canada  KIA  OR6 
NASA  Langley  Research  Center 
Hampton,  VA 

NASA  Ames-Dryden  Flight  Research  Facility 
Edwards  CA 

NAVAIRLANT  NAS  Norfolk,  VA 
NAVAIRPAC  NAS  NORIS  CA 
SAR  Model  Manager,  HC- 16 
NAS  Pensacola,  FL 
F-14D  Project  Office 
Grumman  Aerospace  Corporation 
Bethpage,  NY  11714 
A-6F  Project  Office 
Grumman  Aerospace  Corporation 
Bethpage,  NY  11714 
A-7E  Project  Office 
Vo  ugh  t  Corporation,  Systems  Division 
Dallas,  TX  75222 
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Stencel  Aero  Engineering  Corporation  (1) 

P.O.Box  1107 
Arden,  NC  28704 

Douglas  Aircraft  Co.  (1) 

Code  35-11 
3855  Lakewood  Blvd 
Lang  Beach,  CA  90846 

Martin  Baker- Aircraft  Co.  Ltd  (1) 

Higher  Denham  Nr  Vxbridge 
Middlesex,  U.K. 

Webber  Aircraft  (1) 

2820  Ontario  St. 

Burbank,  CA  91510 

Boeing  Military  Airplane  Co.  (1) 

P.O.  Box  3707 
Seattle,  WA  98124 

Systems  Research  Laboratories  Inc.  (1) 

2800  Indian  Ripple  Road 
Dayton,  OH  45440 

Terran  Electronics  Ltd  (1) 

6  Turret  Court 

Kanata,  Ontario,  Canada  X2L  2L1 
Leigh  Instruments  Ltd  (1) 

115  Emily  Street 
P.O.  Box  82 

Carleton  Place,  Ontario,  Canada  K7C  3P3 
BDM  Corporation  (1) 

7915  Jones  Branch  Drive 
McLean,  VA  22102 

NAECO  Associates  (1) 

1925  North  Lynn  Street 
Arlington,  VA 

Sperry  Corporation  (MS  U2T19)  (1) 

Univac  Park 
P.O.  Box  3525 
St.  Paul,  MN  55165 

Humanetics,  Inc.  (1). 

Humanoid  Systems  Division 
747  East  223rd  Street 
Carson,  CA  90745 


Safety  Research  and  Development  Laboratory  (1) 
General  Motors  Corporation 
Detroit,  MI 

Aydin- Vector  Co.  (1) 

P.O.  Box  328 
Newtown,  PA  18940 

DELCO  Electronics  (1) 

General  Motors  Corporation 
6767  Hollister  Avenue 
Goleta,  CA  93017 

Gen  is  co  Technology  Corporation  (1) 

Rancho  Domingues,  CA 
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Intel  Magnetics,  Intel  Corporation  (1) 

MS  Oak  1-900 
3065  Bowers  Avenue 
Santa  Clara,  CA  95051 

Motorola  Government  Electronic  Group  (1) 

820i  McDowell  Road 
Scottsdale,  AZ  85252 

ARINC  Research  Corporation  (1) 

Annapolis,  MD 

General  Dynamics  Corporation  (1) 

Fort  Worth  Division  (MZ  2890) 

Fort  Worth,  TX  76101 

McDonnell  Aircraft  Co.  (1) 

Department  311  Building  270A 
Box  516 

St.  Louis,  MO  63166 

Alderson  Research  Laboratories  (1) 

390  Ludlow  Street 
P.O.  Box  1271 
Stamford,  CT  06904 

Northrop  ASD  (1) 

Mail  Stop  V250/3B 
8900  East  Washington  Blvd 
Peco  Reveria,  CA  90660 

NAVAIRTESTCEN  (SETD)  (25) 

NAVAIRTESTCEN  (SATD)  (1) 

NAVAIRTESTCEN  (RWATD)  (1) 

NAVAIRTESTCEN  (ASATD)  (1) 

NAVAIRTESTCEN  (TPS)  (1) 

NAVAIRTESTCEN  (CT24)  (3) 

DUC  (2) 


FILMED 

7-85 

DTIC 


